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Before being authorized to work in the laboratory, all users must pass the training course of
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laboratory safety and emergency procedures. The authorized user must be trained again
every year. Otherwise, the user will be in the suspension list till passing the training course

again.
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As a condition of entry to a laboratory, all individuals must complete a laboratory safety
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orientation and receive specific training in local safety rules and laboratory procedures
relating to their work (including relevant SOPs). The violation will result in a two-week

suspension.
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3. Operators of the equipment involving ionizing radiation must be qualified with a proper
license before working in the laboratory. The violation will result in a two-week suspension.
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4. All users have obligations to participate all trainings, including practical exercises of safety,
first aids, fire drill, and emergency essentials. The violation will result in a two-week

suspension.
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5. Fill in application forms correctly and follow the applied regulations properly. The violation

will result in a two-week suspension.
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6. Never eat, drink, smoke, or carry violated matters while working in the laboratory. The

violation will result in a two-week suspension.
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7. Bring the ID card with you for regular identification checks. The violation will result in a two-

week suspension.

EANE I RBABRT/EALAEITES lbkl%%’ﬁﬁiﬁai'ﬁf%’fg:ﬁ°
8. Never borrow or be borrowed the entry card or student ID card. The violation will result in a

two-week suspension.
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9. Users must take personal responsibility for ensuring to operate equipments properly by
complying with safety instructions, policies, and procedures, including manuals, SOPs, and
announcements as posted on the Web or elsewhere and/or given orally. The violation will

result in a one-month suspension.

FLOECRTRBRETF LRI 0 EF RLY RS o
10. Users must book the equipment online in advance. The violation will result in a two-week

suspension.
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11. Trainees must be accompanied with an authorized user when entering and working in the
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laboratory. The violation will result in a two-week suspension.
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12. Do not use any equipment alone unless you are a qualified user. The qualified user must use

the equipment in the approved time slot. The violation will result in a one-month suspension.
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13. Correctly fill in the access registration form of NFC and the record book of the equipment

you use. Record the exact condition of the equipment under instruction. The violation will

result in a two-week suspension.
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14. Operators of the chemical wet bench must follow the wet bench regulation of NFC. The

violation will result in a two-week suspension.
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15. Entry to the laboratory out of working hours is open to individuals who are authorized by
the laboratory supervisor or equipment administrator. The violation will result in a two-week

suspension.
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16. To bring in chemicals and high pressure compressed gas, users must follow CNS15030 and
chemical and high pressure compressed gas regulation of NFC. The violation will result in a

one-week suspension.
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17. Only the extension cords with overload protection are allowed in the laboratory. Storages of
chemical must be managed according to Hazardous Chemical Signs and General Rules. The

violation will result in a one-week suspension.
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18. Contractors must apply the entry approval by regulations of safety and emergency before
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working in the laboratory. The violation will result in a two-week suspension.
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19. In the clean room, users must obey the regulations of NFC. Any violation will result in the
suspension of NFC.
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20. Suspensions will be determined by the director of CNST for violations not listed above.



